The world's population is aging: the expansion of the older adult population with multiple physical and health issues is now a huge socio-economic concern worldwide. Among these issues, the loss of mobility among older adults due to musculoskeletal disorders is especially serious as it has severe social, mental and physical consequences. Human body joint monitoring and early diagnosis of these disorders will be a strong and effective solution to this problem. A smart joint monitoring system can identify and record important musculoskeletal-related parameters. Such devices can be utilized for continuous monitoring of joint movements during the normal daily activities of older adults and the healing process of joints (hips, knees or ankles) during the post-surgery period. A viable monitoring system can be developed by combining miniaturized, durable, low-cost and compact sensors with the advanced communication technologies and data processing techniques. In this study, we have presented and compared different joint monitoring methods and sensing technologies recently reported. A discussion on sensors' data processing, interpretation, and analysis techniques is also presented. Finally, current research focus, as well as future prospects and development challenges in joint monitoring systems are discussed.
Introduction
The human body is a well-developed mechanical structure. The skeleton of the human body is made up of 206 differently shaped bones, which serves as a framework of the body, and the joints are the locations where bones meet each other. Joints hold the bones together and give the skeleton stability and mobility [1] . As we grow older, joints begin to deteriorate due to wear and tear as well as disease states. Three types of joints are present in the human body: fibrous (immovable), cartilaginous (semi-movable) and synovial (freely movable) joints [2] . Synovial joints (Figure 1a ) are the key joints of our body because they provide mobility by allowing load-bearing, low-friction, wear-resistant smooth movement between articulating bone surfaces [3] . We have six groups of synovial joints in our body. These are categorized by the apposing bone surface at joints and the types of movement they permit: pivot, hinge, saddle, plane, condyloid and ball-and-socket joints [3] . These are presented in Table 1 and illustrated in Figure 1b . Common factors that result in loss of mobility include aging, poor or infrequent physical activity and/or poor diet that leads to obesity and several chronic diseases. A smart wearable monitoring and assistive device can help a person by regularly monitoring the mobility status and assisting to maintain regular physical activities/exercises [15] . Such wearable devices that provide continuous monitoring of joint activity and health can record and extract important parameters for early diagnosis, leading to early treatment of mobility-related problems. Analysis of human joint posture All synovial joints of the human body are bound by a complicated system of ligaments, muscles, tendons and cartilage [4] . There are protective membranes and synovial fluid which lubricate those joints to facilitate smooth movements and load bearing [5] . Throughout our life and for every functional activity, these joints are critical and several bear our weight and are key to our movements. With ageing, synovial fluid production is reduced, cartilage wears, and the articulating bones come into direct contact, causing irregular articular surface and loss in bone density which are commonly known as musculoskeletal damage. Pain, stiffness, deformation, inflammation and swelling in the joints are the signs of this musculoskeletal damage. Worldwide, musculoskeletal disorders have become a serious threat to healthy aging. Musculoskeletal disorders are one of the major causes of work loss and early retirement, lost retirement wealth [6] and reduced productivity [7] . This disorder is the second facilities. Thus, advanced sensors have opened the door of opportunity to develop a miniaturized wearable joint monitoring device which is accurate, durable and able to connect wirelessly with smart devices for easy, fast and seamless operation [24] . However, the selection of the sensor is critical, and depends upon several associated factors related to performance, cost, calibration and service of the entire system. To implement a comprehensive joint monitoring system, we need to integrate sensors, a data transmission device and a feedback system.
Various types of joint monitoring devices based on different sensing techniques and algorithms are suggested in literature [17, . The main focus of many researchers is to make the system simple, easy-to-use, cost-effective, non-invasive, unobtrusive and wearable with wireless communications [77] . With these features, the system can be used in real time for monitoring and analyzing the continuously collected data based on detailed input, requirements and specifications of the person being monitored [15, 23, [83] [84] [85] . In this paper, we present a detailed survey of different proposed and developed technologies and methods of joint monitoring. Three key parameters-joint angle, motion and skeletal tracking-for joint monitoring and their measuring techniques are discussed in the Section 2. Various types of sensors and technologies commonly used to develop joint monitoring systems are explained and compared in Section 3, highlighting their working principles, measurement parameters, data gathering and processing, and validation techniques. A short list of different types of published sensors and technologies and monitored joint parameters are shown in Figure 3 , while Table 2 presents a comparison among them, mentioning the measuring techniques, method of analysis, their advantages and limitations. In addition, we also review several proposed sensor fusion methods for developing joint monitoring systems. Data processing, interpretation and proper analysis are also important to retrieve useful joint health information from the system data. Therefore, a brief discussion on data processing and analyzing techniques for further feedback and prediction application is presented in Section 4. Finally, in Section 5, we conclude the manuscript by summarizing the importance of joint monitoring systems with some key challenges and future research opportunities. 
Key Parameters for Joint Monitoring
The physiologic joint movement occurs through the isotonic contraction of the muscles and the contractile force is closely related to the change of muscle length at the joint location [86] . During the contraction, the magnitude of muscle length change varies with different joint angles, motions and postures. By measuring the range of motion of a joint, it is possible to determine the maximum force generated by the muscle which represents the health condition of a joint. Similarly, the joint angles and postures at different activity levels also depict muscle strength and endurance [87] . Therefore, * Joint angle: the angle between the two segments on either side of the joint; joint motion: the combination of the angle and the orientation of the joint; skeletal tracking: a technique to build a skeletal model of a human body by detecting the joint positions. ** Anthropometric constraints: size, shape and composition of the human body. *** Self-occlusion: one part of an object is occluded by another part from a certain viewpoint.
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The physiologic joint movement occurs through the isotonic contraction of the muscles and the contractile force is closely related to the change of muscle length at the joint location [86] . During the contraction, the magnitude of muscle length change varies with different joint angles, motions and postures. By measuring the range of motion of a joint, it is possible to determine the maximum force generated by the muscle which represents the health condition of a joint. Similarly, the joint angles and postures at different activity levels also depict muscle strength and endurance [87] . Therefore, the principal focus of developing a joint monitoring system is to track and record the joint activities in the form of meaningful data such as angle, range of motion (ROM), motion, and orientation, which could potentially be used to estimate the joint health status and provide feedback to the person being monitored. For measuring and assessing the mechanics of human joints in a variety of activities, different tracking techniques are being used. These techniques can be categorized based on three key extracted parameters: joint angle, joint motion and skeletal tracking.
Joint Angle
Each movable body joint has an optimal joint angle range for a specific activity or motion. To reach that optimal angle, the muscle should have the correct length to bear the maximum strength [88] . There are several published reference values of the active range of joint angles or range of motions [89] [90] [91] for a healthy adult. However, the ROMs vary depending on sex, age, physical structure, daily activities, etc. [92] . In Table 3 , the normative values of normal joint range of motion (ROM) in 674 normal subjects by gender (54% females and 46% males) and four different age groups (2-8, 9-19, 20-44 and 45-69 years) measured in degrees [93] are presented. Figure 4 shows a pictorial view of the five joints' movements. These reference values were calculated along with 95% confidence intervals for normal range of motion for 11 different movements measured on five joints. From Table 3 , for all joints, a downtrend of ROM values is visible with aging, for both male and female subjects. The greatest change was seen in knee flexion, with a 15° difference in mean ROM between the age groups of 2-8 years and 45-69 years. Although ROMs are generally affected by aging, there can be other reasons such as injuries or other health-related problems which can cause a reduction in the ROM of a joint. Therefore, it is very important and useful for therapists and Table 3 , for all joints, a downtrend of ROM values is visible with aging, for both male and female subjects. The greatest change was seen in knee flexion, with a 15 • difference in mean ROM between the age groups of 2-8 years and 45-69 years. Although ROMs are generally affected by aging, there can be other reasons such as injuries or other health-related problems which can cause a reduction in the ROM of a joint. Therefore, it is very important and useful for therapists and physicians to study joint angles for the early detection of joint issues or determine the progress in joint rehabilitation. For joint angle measurements, several sensing systems were proposed and developed [26, [42] [43] [44] [48] [49] [50] [51] [52] [53] 63, [66] [67] [68] [69] [70] [71] [72] 94, 95] . Most joint angle measurement systems were based on mechanical or electromechanical goniometers that used resistive potentiometers or strain gauges [17, 29, 96, 97] . However, the major disadvantages of these systems were inflexibility and lower accuracy. To overcome these drawbacks, optical-based goniometers were developed using the optical properties of the sensor to calculate joint angle [17, 29] . For example, some systems are based on optical fiber sensors which measure the attenuation of the transmitted optical signal power which is correlated with the bending angle of the fiber [25] [26] [27] . Other systems used textile-based conductive wire sensors or flex sensors in which the joint angle is proportional to the change in the sensor's resistance [37] [38] [39] [40] [41] . However, compared to other sensor technologies, inertial measurement unit (IMU) sensors are now being increasingly used to measure the joint angle. This is because IMUs have small size, are low cost and can measure 3D angles with high precision and high accuracy [62] . An IMU is a compact device combining three different sensors: accelerometer, gyroscope and magnetometer. Inertial measurement unit sensors are now widely used in wearable devices for monitoring and measuring joint angles [62, 63, [65] [66] [67] [68] .
Joint Motion
The normal motion of a joint describes its movement from the center of the joint location [98] . Joint motion includes flexion (bending), extension (straightening), adduction (movement towards the center of the body), abduction (movement away from the center of the body) and rotations (inward and outward movements) [99] . The range of motion (ROM) value denotes the full movement potential of a joint (Table 3) . Because of some health issues or injury, a joint may experience reduced ROM [99] . Therefore, ROM is a useful clinical indicator in evaluating the health status of a joint. Also, for joint rehabilitation, continuous motion monitoring is very important. The measurement of a joint motion includes both its angle and orientation. Therefore, joint monitoring systems based on goniometer [17, 29] , optical fiber sensors [25] [26] [27] or flex sensors [37] [38] [39] [40] [41] cannot be used to monitor joint motion since they can only measure single-axis movement which is interpreted as an angle. To estimate both the angle and orientation of joints, the most common technique is imaging or video-based tracking where the visual data of several human joint actions are captured to estimate joint motions using anthropometric constraints (size, shape and composition of the human body) and known joint locations in reference images/videos by applying image processing techniques [32, 33] . Although this system is a reliable and well-established monitoring technique, it needs a pre-equipped environment and setup which does not allow for continuous and long-term monitoring, especially during normal daily activities. On the other hand, a 3D IMU sensor is able to measure the 3D motion of joints [63] [64] [65] [66] [67] [68] . The IMU's miniature size, low-cost and ease-of-use makes it suitable for a wearable, low-cost, continuous joint monitoring system.
Skeletal Tracking
Skeletal tracking is a technique used to build a skeletal model of a human body by detecting the positions of various joints on a human form [100] . Skeletal tracking helps to detect real-time human pose by realizing and understanding the human posture for different functional activities [34] . The key applications of skeletal tracking are to detect physical disability and analyze rehabilitation process by assessing the body posture accurately [101] [102] [103] [104] [105] [106] [107] . Most skeletal tracking systems are based on image processing techniques using a single camera [34] or a network of multiple cameras to capture images in different activities and covering a large area [32] . This technique includes the quantitative measurement of the positions and movements, complicated image processing algorithms to analyze the depth of image, and machine learning to track human joints and create the human model [100] . Instead of using cameras or imaging sensors and complicated image processing techniques, some researchers are replacing such imaging systems with multiple calibrated IMU sensors placed on different joint locations on a human body for skeletal tracking [78, 108, 109] , and this also make the IMU-system more convenient and easier to use. Currently, skeletal tracking is widely used in several smart activity monitoring systems, human-computer interaction, surveillance, virtual gaming, pattern recognition, human behavior detection, athlete performance analysis and rehabilitation systems [18, [32] [33] [34] [35] [36] 49, 77, 83] .
Sensors and Technologies
Sensors are the fundamental elements of a joint monitoring system to measure the physiological parameters-angle, range of motion and posture-of joints. Various research groups [16, 17, have used different sensor types to build joint monitoring systems. Some systems were developed using a single sensor; others were assembled with a combination of multiple sensor technologies using data fusion methods. The selection of sensors is crucial when developing an accurate and reliable monitoring system. The key features to be considered while developing such a system are high efficiency and accuracy, good reliability, high sensitivity, small size, light-weight, lower energy consumption, and low processing resources [24] . In this section, we will discuss various sensor technologies used to develop joint monitoring systems.
Optical Sensors
Most of the common implementations of optical sensor-based joint monitoring system used either intensity modulation or optical navigation methods [17, 26, 29, 110] . Optical fiber sensors (OFS) were used for intensity modulation [25, 27, 111] . The basic working principle of OFS-based systems is to detect the attenuation of the transmitted optical signal power due to bending of the optical fiber [27] . On the other hand, the systems using optical navigation sensors detect planar motion with joint movement. The optical navigation-based monitoring device is also known as optical-based goniometer [17, 29, 30] .
Optical fiber sensors are now often used for designing various health monitoring systems [25, [111] [112] [113] [114] , and several categories of OFS were developed for both health-related academic research and commercial products. Depending upon the measuring techniques of the physical parameters and their conversion methods from optical data, OFS can be categorized into four different types: single-point, long-gauge, quasi-distributed and distributed sensors [25] . Optical fiber sensors are made of flexible plastic optical fibers through which optical signals are transmitted. The basic components of an OFS-based system are a light source, flexible optical fiber and a photodetector. The light source generates the optical signal that travels through the flexible optical fiber and is received by the photodetector at the end of the fiber. By measuring the attenuation of the optical signal, it is possible to determine the bending angle of the fiber [26] . Due to this simple sensing principle and structure, optical fiber sensors can be easily integrated into a monitoring system for measuring human joint angles [111] . Basic configurations and working principles of an optical fiber and OFS-based joint monitoring system are shown in Figure 5a ,c. The goniometer is one of the most commonly used instruments in human joint related research and clinical monitoring [17, 29, 96, 97] . Goniometers can be used to determine the range of angular motion of different human body joints such as the knee, elbow, or waist [29] . Most goniometer-based joint monitoring systems use mechanical or electromechanical goniometers, which are based on resistive potentiometers or strain gauges [17] . The main disadvantages of these kinds of goniometers are large size, imprecision, flimsiness and fixed center configuration which does not provide flexibility with the natural joint movement [97] . To overcome these difficulties, some researchers have The main benefits of OFS are high resolution, flexibility, light-weight and immunity to electromagnetic interference. Different techniques were developed to improve the sensitivity and accuracy of OFS-based joint angle measurements [26] . For example, roughening or polishing the surface in one side [28] of an OFS is a common method to improve the sensitivity by enhancing the optical signal attenuation with bending [115] . In the work by L. Bilro et al. [26] , a wearable knee motion monitoring system using a flexible plastic OFS placed in a commercial knee brace was developed. The change of transmittance (the ratio of the light energy incident on an object to that transmitted through it) was measured while bending the plastic optical fiber. One side of the fiber was polished to improve the performance as macro-bending creates more attenuation [110, 116] . This device was made wearable and wireless by integrating a wireless communication board based on Bluetooth technology with the main controller board. A comparative analysis with a reference video-based monitoring system was made and the average deviation of angle measurement between the two systems was 2.1 • .
Another optical fiber sensor-based human joint monitoring system is presented in [27] . In this system, the authors used a fiber-optic curvature sensor with a different sensitive zone configuration and the diameter of the configured optical fiber was 1.5 mm. A "teeth-like" configuration was created by drilling precisely on one side of the fiber [117] to make the sensitive zone (see Figure 5b ). Due to this sensitive zone, when the optical fiber bends while keeping the teeth on the convex side, the light intensity on the outer side decreases. Conversely, the light intensity increases when the teeth are on the concave side. LabVIEW software and ZigBee-based wireless communication were used to complete the system. The optical intensity was exponentially dependent on the curvature angle and the angle range of the system was −120 • to 120 • with a 1 Hz sampling rate. However, a linear characteristic was found between −45 • and 25 • , with an average sensitivity of 20 mV/ • (voltage change per angle) and a resolution of 1 • [27] . The sensor had a high operating temperature limit (up to 70 • C) without any deformation or characteristics change. Therefore, within certain ROM limitations, the proposed sensor was suitable for developing a low-cost and simple wearable joint monitoring system with wireless communication capabilities.
The goniometer is one of the most commonly used instruments in human joint related research and clinical monitoring [17, 29, 96, 97] . Goniometers can be used to determine the range of angular motion of different human body joints such as the knee, elbow, or waist [29] . Most goniometer-based joint monitoring systems use mechanical or electromechanical goniometers, which are based on resistive potentiometers or strain gauges [17] . The main disadvantages of these kinds of goniometers are large size, imprecision, flimsiness and fixed center configuration which does not provide flexibility with the natural joint movement [97] . To overcome these difficulties, some researchers have proposed optical-based goniometer systems for joint monitoring, as they are flexible, unobtrusive and of higher precision [17, 29] .
An optical fiber-based goniometer presented in [17] was made of a single-mode optical fiber. Intensity modulation of a propagating laser beam was used to detect the changes in polarization due to the rotation of adjacent portions of fiber. Controlled birefringence was induced by a fiber loop with a fixed radius. The components of the reported goniometer and its working principle are shown in Figure 6 . A trans-impedance amplifier with a high gain-bandwidth product gave a high-precision output signal with high sensitivity. A sample-and-hold circuit, an acquisition board and a computer-based software program were designed to gather and process the data. The goniometer was combined with a fabric to build a flexible, compact and accurate wearable joint monitoring system with several applications such as testing an athlete's performance and training status. proposed optical-based goniometer systems for joint monitoring, as they are flexible, unobtrusive and of higher precision [17, 29] . An optical fiber-based goniometer presented in [17] was made of a single-mode optical fiber. Intensity modulation of a propagating laser beam was used to detect the changes in polarization due to the rotation of adjacent portions of fiber. Controlled birefringence was induced by a fiber loop with a fixed radius. The components of the reported goniometer and its working principle are shown in Figure 6 . A trans-impedance amplifier with a high gain-bandwidth product gave a high-precision output signal with high sensitivity. A sample-and-hold circuit, an acquisition board and a computerbased software program were designed to gather and process the data. The goniometer was combined with a fabric to build a flexible, compact and accurate wearable joint monitoring system with several applications such as testing an athlete's performance and training status. In [29] another wearable system using optical-based goniometer for joint monitoring was proposed. These authors used a technique similar to the optical mouse which has a small camera to identify two-dimensional planar motion by detecting the displacement. They chose the elbow joint In [29] another wearable system using optical-based goniometer for joint monitoring was proposed. These authors used a technique similar to the optical mouse which has a small camera to identify two-dimensional planar motion by detecting the displacement. They chose the elbow joint for their experiments and their system consisted of two units: hardware and firmware. The hardware unit had three components: the sensor, microcontroller and the joint module (a flexible strip). The firmware unit was for the communication and data gathering. The proposed sensing system setup for elbow joint measurement is shown in Figure 7 . The flexible strip was placed around the joint with one end fixed, and the sensing unit was placed on the other end. The sensing unit was able to move freely along with the strip and measured the uniaxial displacement during bending of the elbow joint. The angle (a) was calculated from this linear displacement (∆x) that is directly correlated with the bending (Equation (1)). 
Imaging and Video-Based Tracking System
Imaging and video-based human skeletal tracking is a well-accepted method for human joint monitoring because of its broad applicability and reliability [31, 32, [34] [35] [36] [101] [102] [103] [104] [105] [106] [107] . One or more cameras are the core components of this system. The process flow of this method is to capture the visual data of several human actions by using a single [34] or multiple camera network [32] , and then track the joints using anthropometric constraints (size, shape and composition of the human body) and known joint locations in reference images/videos with the same action. These applications comprise various fields of research such as biomechanics, image processing, machine learning and pattern recognition [33] . The main challenge of this system is to construct a three-dimensional human model using a single static camera. A new image processing method was proposed in [118] where they used 2D images to create a 3D model. They introduced a new image descriptor based on discrete cosine transform (DCT), which was used in the pose-matching procedure for finding appropriate action in the reference database using an interpolation and tracking process. The descriptor matrix was divided into three frequency regions for different levels of tracking: (1) low-frequency region containing the general shape and intensity information of the joint; (2) middle-frequency region with general edge information; and (3) high-frequency region consisting details of the tracked joints. Both discriminative and tracking algorithms were used in this method to increase joint tracking accuracy. A block diagram of an imaging-based human skeletal tracking is presented in Figure 8 . The joint radius (R) was assumed to be constant for this calculation. The proposed sensing module is light-weight and easy to assemble as a joint monitoring system. However, the system can only monitor one-dimensional movement which can affect the angle measurement accuracy for human body joints.
Imaging and video-based human skeletal tracking is a well-accepted method for human joint monitoring because of its broad applicability and reliability [31, 32, [34] [35] [36] [101] [102] [103] [104] [105] [106] [107] . One or more cameras are the core components of this system. The process flow of this method is to capture the visual data of several human actions by using a single [34] or multiple camera network [32] , and then track the joints using anthropometric constraints (size, shape and composition of the human body) and known joint locations in reference images/videos with the same action. These applications comprise various fields of research such as biomechanics, image processing, machine learning and pattern recognition [33] . The main challenge of this system is to construct a three-dimensional human model using a single static camera. A new image processing method was proposed in [118] where they used 2D images to create a 3D model. They introduced a new image descriptor based on discrete cosine transform (DCT), which was used in the pose-matching procedure for finding appropriate action in the reference database using an interpolation and tracking process. The descriptor matrix was divided into three frequency regions for different levels of tracking: (1) low-frequency region containing the general shape and intensity information of the joint; (2) middle-frequency region with general edge information; and (3) high-frequency region consisting details of the tracked joints. Both discriminative and tracking algorithms were used in this method to increase joint tracking accuracy. A block diagram of an imaging-based human skeletal tracking is presented in Figure 8 .
track the joints using anthropometric constraints (size, shape and composition of the human body) and known joint locations in reference images/videos with the same action. These applications comprise various fields of research such as biomechanics, image processing, machine learning and pattern recognition [33] . The main challenge of this system is to construct a three-dimensional human model using a single static camera. A new image processing method was proposed in [118] where they used 2D images to create a 3D model. They introduced a new image descriptor based on discrete cosine transform (DCT), which was used in the pose-matching procedure for finding appropriate action in the reference database using an interpolation and tracking process. The descriptor matrix was divided into three frequency regions for different levels of tracking: (1) low-frequency region containing the general shape and intensity information of the joint; (2) middle-frequency region with general edge information; and (3) high-frequency region consisting details of the tracked joints. Both discriminative and tracking algorithms were used in this method to increase joint tracking accuracy. A block diagram of an imaging-based human skeletal tracking is presented in Figure 8 . A single camera-based system can only detect the joint location within its field of view, thus limiting the range of observations. To solve this problem and track human joint motion in a large area with multiple fields of view, a distributed camera network system was suggested in [32] . They set up multiple cameras to make the network and used an information-weighted consensus filter (ICF) as a distributed estimation algorithm to track human motion in a camera network inside the sensing range. The distributed camera network setup is shown below in Figure 9a . They used the Microsoft Kinect image sensor instead of a usual camera to build the camera network [32] because Kinect can measure the joint locations without any markers [34, 67] . Kinect is a high-end imaging device with an RGB camera, a multi-array microphone and a built-in laser projector combined with a monochrome CMOS sensor that make it capable of capturing color images and depth images (Figure 9b ). In addition, it has a skeletal tracking tool which is able to recognize 20 different joints' locations of a human body. Therefore, instead of a usual camera, Kinect has been chosen by many researchers who are working on vision-based human joint monitoring and analysis problems [31, 32, [34] [35] [36] . A single camera-based system can only detect the joint location within its field of view, thus limiting the range of observations. To solve this problem and track human joint motion in a large area with multiple fields of view, a distributed camera network system was suggested in [32] . They set up multiple cameras to make the network and used an information-weighted consensus filter (ICF) as a distributed estimation algorithm to track human motion in a camera network inside the sensing range. The distributed camera network setup is shown below in Figure 9a . They used the Microsoft Kinect image sensor instead of a usual camera to build the camera network [32] because Kinect can measure the joint locations without any markers [34, 67] . Kinect is a high-end imaging device with an RGB camera, a multi-array microphone and a built-in laser projector combined with a monochrome CMOS sensor that make it capable of capturing color images and depth images (Figure 9b ). In addition, it has a skeletal tracking tool which is able to recognize 20 different joints' locations of a human body. Therefore, instead of a usual camera, Kinect has been chosen by many researchers who are working on vision-based human joint monitoring and analysis problems [31, 32, [34] [35] [36] . Although imaging and video-based joint tracking system is a popular and reliable monitoring technique [31, 32, [34] [35] [36] [101] [102] [103] [104] [105] [106] [107] , it requires complex, expensive infrastructure and sophisticated analyses of data-intensive video streams. Also, this system is only effective with a pre-equipped environment and setup, restricting users' usual movements, which makes it unsuitable for continuous and long-term joint monitoring in daily activities. Although imaging and video-based joint tracking system is a popular and reliable monitoring technique [31, 32, [34] [35] [36] [101] [102] [103] [104] [105] [106] [107] , it requires complex, expensive infrastructure and sophisticated analyses of data-intensive video streams. Also, this system is only effective with a pre-equipped environment and setup, restricting users' usual movements, which makes it unsuitable for continuous and long-term joint monitoring in daily activities.
Textile-Based Sensors

Textile-based sensors (e.g., flexible conductive wire sensors, flex sensors, strain sensors, etc.) are very suitable for developing a wearable joint monitoring system. The working principles of all these sensors are similar. In all cases, changes of resistance are measured, and these changes are directly related to the corresponding joint angles [38] . To develop a long-term and regular wearable monitoring device, textile-based sensors can be a good choice because of their flexibility and simple sensing principle. Furthermore, they can be easily integrated into stretchable skin-tight fabrics around the joints [37, 38] .
A flexible conductive wire sensor-based method was proposed in [37] where the authors incorporated flexible conductive wires in flexible and comfortable fabrics for joint monitoring. They implemented a single-axis arrangement with a single conductive wire designed for the knee joint (see Figure 10) . The parameter measured was the resistance changes of the conductive wire with the movements of the joints. Figure 10 shows the implementation of the system where one end of the flexible conductive wire was fixed to the fabric above the knee at point 1 and the other end was connected with an elastic cord at point 3. The elastic cord was attached to the fabric below the knee at point 4 and helps the conductive wire slide freely with bending and stretching. There was a wire contact point between point 2 and 3 along the fiber and it was permanently stitched into the fabric at point 2 to keep it fixed. The fiber slides with the movement of the knee, causing the change of conductive thread length between 2 and 3 as well as the resistance in that portion [37] . The resistance value at a specific point is directly proportional to the knee angle. They also proposed a multiple conductive wires-based system to monitor multi-axis joint (e.g., hip and shoulder) angles. Their future focus in this research is to improve the accuracy of the system by applying a more precise technique of incorporating conductive wires into flexible, skin-tight fabrics and adding a wireless module for data transmission. flexible conductive wire was fixed to the fabric above the knee at point 1 and the other end was connected with an elastic cord at point 3. The elastic cord was attached to the fabric below the knee at point 4 and helps the conductive wire slide freely with bending and stretching. There was a wire contact point between point 2 and 3 along the fiber and it was permanently stitched into the fabric at point 2 to keep it fixed. The fiber slides with the movement of the knee, causing the change of conductive thread length between 2 and 3 as well as the resistance in that portion [37] . The resistance value at a specific point is directly proportional to the knee angle. They also proposed a multiple conductive wires-based system to monitor multi-axis joint (e.g., hip and shoulder) angles. Their future focus in this research is to improve the accuracy of the system by applying a more precise technique of incorporating conductive wires into flexible, skin-tight fabrics and adding a wireless module for data transmission. Flex sensor is another type of textile-based sensor which is usually made of a conductive material with flexible and stretchable properties [38] . The shape of the sensor will change with the applied force, causing the resistance change between two measuring points. Therefore, the flex sensor is convenient for wearable joint monitoring systems by integrating it with comfortable garments [38] [39] [40] [41] . The flex sensor is usually stitched to the flexible and skin-tight garment across the joint to be monitored. Whenever the joint bends or stretches, the pressure changes on the sensor which causes the variation of its electrical properties (resistance). This resistance variation due to the joint movement can be measured using an electronic system to quantify the joint angle [40] . Textile-based highly stretchable strain sensors are also used by some researchers for human joint monitoring [43] [44] [45] [46] [47] [48] . Conductive yarns were employed as the conductive part of the strain sensor. Different textile materials with preferable elasticity and conformability were used to fabricate the system comfortable for human joints [44, 45] . Another type of textile-based sensor was developed in [48] by using flexible and stretchable CCF (chopped carbon fiber)/PDMS (polydimethylsiloxane) conductive yarns. The CCF/PDMS composite sensors were integrated into the textile structures and used the piezoresistive (resistance-strain) behavior of the sensors for detecting human joint motion. Flex sensor is another type of textile-based sensor which is usually made of a conductive material with flexible and stretchable properties [38] . The shape of the sensor will change with the applied force, causing the resistance change between two measuring points. Therefore, the flex sensor is convenient for wearable joint monitoring systems by integrating it with comfortable garments [38] [39] [40] [41] . The flex sensor is usually stitched to the flexible and skin-tight garment across the joint to be monitored. Whenever the joint bends or stretches, the pressure changes on the sensor which causes the variation of its electrical properties (resistance). This resistance variation due to the joint movement can be measured using an electronic system to quantify the joint angle [40] . Textile-based highly stretchable strain sensors are also used by some researchers for human joint monitoring [43] [44] [45] [46] [47] [48] . Conductive yarns were employed as the conductive part of the strain sensor. Different textile materials with preferable elasticity and conformability were used to fabricate the system comfortable for human joints [44, 45] . Another type of textile-based sensor was developed in [48] by using flexible and stretchable CCF (chopped carbon fiber)/PDMS (polydimethylsiloxane) conductive yarns. The CCF/PDMS composite sensors were integrated into the textile structures and used the piezoresistive (resistance-strain) behavior of the sensors for detecting human joint motion.
Inertial Measurement Unit (IMU) Sensors
An IMU is a combination of three sensors (accelerometer, gyroscope and magnetometer) and is used to measure the three-dimensional acceleration, angular velocity and the magnetic field vector in their own coordinate systems. As a unit, the three sensors are calibrated in such a way that each of their individual coordinate system acts as an orthogonal base which typically remains well aligned with the outer casing of the unit [62] . Moreover, there are some commercially available IMU sensors with built-in algorithms to fix the sensors' orientation with respect to a global fixed coordinate system (e.g., [119] ) which can be represented by a rotation matrix, a quaternion, or Euler angles. For developing a wearable measurement system for human joint motion, IMUs are the most promising and compact devices for both clinical assessment and research studies, because of their small size and capability to measure joint motion with precision and accuracy [62] [63] [64] [65] [66] [67] 76] . To detect position and orientation, three-dimensional angular velocities and linear accelerations are measured using the IMU sensors. Most of the IMU-based joint monitoring systems use two calibrated IMUs placed below and above a joint [62] [63] [64] [65] [66] [67] . Relative data from those two IMUs are compared for tracking the joint angle and motion.
For accurately computing a joint angle, we need to compensate for joint alignment using the two IMUs method described in [64] . These authors proposed a manual method using a set of predefined postures of different leg movements to align two IMUs attached on the thigh and shank. A fusion algorithm was then applied to measure the 3D knee joint angle. The measurement was then validated against the Liberty magnetic motion capture and tracking device (Polhemus, Vermont, USA). Later they added a functional calibration procedure which only relied on the IMUs data and made an error assessment (Table 4 ) by comparing the results obtained from the combined method to the reference system [68] . This method can be applied to monitor complex joints e.g., knee, ankle or elbow. A similar system was developed in [63] where Bluetooth technology was added for wireless communication. The system was evaluated by comparing it with an infrared motion capture system having an average deviation range of 0.08 • to 3.06 • from each other. Figure 11 illustrates two IMU sensors-based configuration for measuring the knee angle (α). developing a wearable measurement system for human joint motion, IMUs are the most promising and compact devices for both clinical assessment and research studies, because of their small size and capability to measure joint motion with precision and accuracy [62] [63] [64] [65] [66] [67] 76] . To detect position and orientation, three-dimensional angular velocities and linear accelerations are measured using the IMU sensors. Most of the IMU-based joint monitoring systems use two calibrated IMUs placed below and above a joint [62] [63] [64] [65] [66] [67] . Relative data from those two IMUs are compared for tracking the joint angle and motion. For accurately computing a joint angle, we need to compensate for joint alignment using the two IMUs method described in [64] . These authors proposed a manual method using a set of predefined postures of different leg movements to align two IMUs attached on the thigh and shank. A fusion algorithm was then applied to measure the 3D knee joint angle. The measurement was then validated against the Liberty magnetic motion capture and tracking device (Polhemus, Vermont, USA). Later they added a functional calibration procedure which only relied on the IMUs data and made an error assessment (Table 4 ) by comparing the results obtained from the combined method to the reference system [68] . This method can be applied to monitor complex joints e.g., knee, ankle or elbow. A similar system was developed in [63] where Bluetooth technology was added for wireless communication. The system was evaluated by comparing it with an infrared motion capture system having an average deviation range of 0.08° to 3.06° from each other. Figure 11 illustrates two IMU sensors-based configuration for measuring the knee angle (α).
In [69] two IMUs-based joint angle measurement methods were presented. There, they transformed the measured data from both sensors into a joint coordinate system by aligning the IMUs' local coordinate axes with the joint axis. Their first approach included the magnetometer readings (magnetic field vectors) to get a precise alignment. In the second technique, they relied only on the accelerometer and gyroscope data. Indoor measurements can suffer from magnetic disturbances due to other magnetic devices that may be present. Therefore, the authors excluded the magnetometer data for indoor monitoring and achieved equally accurate results. Thus, they were able to increase the accuracy of joint angle measurements by two IMUs having a precise calibration and alignment technique. An IMU-based auto-calibration method was proposed in [71] . First, the limitations of an existing position calibration method were identified by performing a theoretical analysis (evaluation of observability by computing the Fisher information matrix). Based on that analysis, a new method to continuously determine the IMUs' relative position with the joints was introduced. Then, based on In [69] two IMUs-based joint angle measurement methods were presented. There, they transformed the measured data from both sensors into a joint coordinate system by aligning the IMUs' local coordinate axes with the joint axis. Their first approach included the magnetometer readings (magnetic field vectors) to get a precise alignment. In the second technique, they relied only on the accelerometer and gyroscope data. Indoor measurements can suffer from magnetic disturbances due to other magnetic devices that may be present. Therefore, the authors excluded the magnetometer data for indoor monitoring and achieved equally accurate results. Thus, they were able to increase the accuracy of joint angle measurements by two IMUs having a precise calibration and alignment technique.
An IMU-based auto-calibration method was proposed in [71] . First, the limitations of an existing position calibration method were identified by performing a theoretical analysis (evaluation of observability by computing the Fisher information matrix). Based on that analysis, a new method to continuously determine the IMUs' relative position with the joints was introduced. Then, based on the simulated and captured data, an experimental evaluation was performed to present the enhancement of the calibration method. In [67] , another IMU calibration and alignment protocol based on simulation and experimental analysis was proposed. These authors simulated a computer-based lower body anatomical frame with four IMU sensors to estimate the angles of hip and knee. In the simulation, the sensors were placed on the pelvis, right thigh, right shank and right foot, and aligned with the associated limbs' coordinate system. They also made a joint model using two semi-spheres interconnected by a universal goniometer and placed IMU sensors on each sphere. They used this model to evaluate the accuracy and repeatability of the system while measuring angular movements. Finally, they performed a real gait test involving five healthy volunteers and validated the method by comparing the results from experiment and simulations.
The drift effect is another concern when using IMU sensors to calculate joint angles and estimate orientations. A random bias drift which builds up over time, affects the sensors tracking accuracy [70] . A new kinematic model was proposed in [70] to minimize this drift error. There [70] , they considered natural physical constraints (age, gender and bone structure) while measuring the range of motion for each joint with their system. They modeled the sensor's random drift and used zero-velocity updates. To avoid the complex linearization process, they implemented an improved version of extended Kalman filter (EKF) which is called unscented Kalman filter (UKF). Instead of estimating nonlinearity, it approximates the distribution of the measured data. They validated the algorithm by comparing their inertial tracker's result with a reference optical tracking system and a high-precision industrial robot arm.
Instead of conventional two IMUs-based joint monitoring system, a single IMU-based system was developed in [72] to monitor hip and knee joint angles. The single IMU was placed on the shank and the collected data was utilized to estimate 3D lower-limb (pelvis, thigh and shank) joint kinematic quantities during five different lower limb motions with the help of the least-squares identification algorithm. It achieved an average accuracy of 3.2 • and a correlation coefficient above 0.85 by comparing with reference data from a stereophotogrammetric system. One limitation of this method was the degradation of joint angle estimation due to the IMU's motion artifact. Moreover, no pelvic motion was assumed in this approach. Thus, the quality of the result might be reduced with large pelvis movements.
By using an IMU-based system, we can measure not only joint angles, but also other important gait parameters e.g., cadence, step length, step variability, lateral and vertical excursion of the center of mass, etc. [66] for gait analysis. IMU sensors are very convenient to develop such a system because of their miniature size, low-cost and flexibility to use without space restrictions compared to traditional gait analysis methods such as semi-subjective techniques, imaging or floor sensors [120] . Moreover, most modern commercial IMUs have an integrated wireless module which makes it more appropriate to develop a wearable system for continuous joint monitoring and gait analysis [65, 66, 73, [77] [78] [79] [121] [122] [123] . A fundamental process flow of measuring joint angles using IMU devices (adapted from [65] ) is described below in Figure 12 .
of their miniature size, low-cost and flexibility to use without space restrictions compared to traditional gait analysis methods such as semi-subjective techniques, imaging or floor sensors [120] . Moreover, most modern commercial IMUs have an integrated wireless module which makes it more appropriate to develop a wearable system for continuous joint monitoring and gait analysis [65, 66, 73, [77] [78] [79] [121] [122] [123] . A fundamental process flow of measuring joint angles using IMU devices (adapted from [65] ) is described below in Figure 12 . A list of IMU sensor-based joint monitoring techniques, analysis and validation methods are summarized below in Table 4 .
In [60] , the authors used only gyroscope sensors to measure human joint angles. Gyroscopes in modern IMUs can measure three-axes angular rate with movements. For measuring the joint angle, two gyroscopes were placed above and below the joint location and calibrated before joint motion. Movement angles of each gyroscope were calculated by integrating the angular rate. Then, the joint angles were extracted by comparing the changes in angle between two gyroscopes using trigonometric functions. Two optimization filters: Median filter [60] (a non-linear digital filtering technique to remove noise from the sensor signal) and Kalman filter [60] (an algorithm that uses a series of measurements gathered over time, having statistical noise and other inaccuracies, and produces estimates of unknown variables that tend to be more accurate than those based on a single measurement alone, by estimating a combined probability distribution over the variables for each timeframe) were used to mitigate the noise and drift in the sensors to yield optimized output [60, 124] .
Some other research groups have proposed using only a magnetometer-based sensing system using magnetic fields to determine movement. A wearable field generator design was introduced in [125] to build a fingertip glove equipped with magnetic tracking sensors. Another magnetic sensor-based hand glove in [126] was designed with 20 Hall-effect sensors embedded. This glove was used to assess hand orthopedic disorders by detecting the relative and absolute orientation of the fingers. In [61] , a magnetometer-based nonobtrusive system for monitoring the wrist and hand movement was proposed. A magnetic (neodymium) ring worn on the index finger and two triaxial magnetometers mounted in a watch-like unit to measure the magnetic field produced by the magnetic ring and sent the data to a wireless device were used. The movement of the finger was then calculated from the reading of the magnetic field which was correlated to the finger motion. The accuracy of the proposed system was analyzed by comparing it with a traditional goniometer-based system. An average accuracy of 92%-98% with a 19%-28% standard deviation was obtained.
Sensor Fusion
Recently, some researchers have used sensor fusion methods (combination of multiple types of sensors) to develop more precise and reliable joint monitoring systems. Sensor fusion is the process of combining multiple sensor data in such a way that the combined output shows better performance than individual sensor results [127] . Thus, sensor fusion allows multiple viewpoints with improved resolution, greater spatial and temporal coverage, reduction in ambiguity, and greater precision in measurements. A simplified block diagram of sensor fusion (adapted from [127] ) is shown in Figure 13 . A study on data fusion from wearable IMUs and surface EMG sensors to monitor and assess human motor function, was presented in [128] . To estimate a motor function abnormality, a group of machine learning algorithms was used on the fusion data. To validate the algorithms' effectiveness, two parameters: normal data variation rate (NDVR) and the determination coefficient (DC) were derived. A lower NDVR value represents better validity and a larger DC value represents a higher consistency and reliability of the system. Through experiments, these authors proved that the fusion result was superior to the sensors' separate data: a reduced NDVR and a better DC from a regression analysis performed between the derived indicator and the routine clinical assessment score were obtained.
A fusion of data from optical sensors and inertial measurement units (IMU) to analyze human movement and design human kinetic energy harvesting systems was presented in [129] . High-speed cameras were used as optical sensors to determine the positions and angles of the joints. IMUs were used for acceleration, angular rate and magnetic field vector measurements. The fusion data was used to compute actual orientation and linear acceleration. The authors used this result to estimate the kinetic energy generated in different joints during several body motions. The purpose of this analysis was to design an energy harvesting system by converting human kinetic energy to electrical energy and then find the recommended joints (knees and ankles while walking) to place the energy harvesting module.
From the discussions above, the main purpose of fusing data from multiple sensors in a joint monitoring system is to overcome physical limitations of the sensing system and improve measurement accuracy as well as reliability. This is done by minimizing the error rate and enhancing the signal to noise ratio (SNR) while maintaining practical usability. In addition, sensor fusion offers several other advantages such as improved resolution, increased confidence in results, robustness against interference, and reduced ambiguity and uncertainty. Although it is in the early stages of development, current research results suggest that fusion systems are superior to other means of measuring and monitoring joint movement using one or a few sensors. In [75] , a sensor fusion method combining both flex and gyroscopic sensors was proposed. Multiple flex sensors and a MEMS gyroscope were mounted on a supportive fabric worn by the subjects. To fuse the measurement by multiple sensors and estimate accurate joint angles, Kalman filtering was used. The authors built a behavioral model of joint movement over time and updated the system data using the model in Kalman filtering. The main purpose of using multiple sensors was to minimize sensor errors and reduce measurement noise.
Another method proposed in [16] was a fusion of textile electro-goniometer and accelerometer based on the Kalman filter. The purpose of this approach was to avoid pre-estimation of the accelerometer position and alignment. The focus was to measure knee angle during various motion activities and the system was standardized by comparing it with a commercial IMU-based system. Their technique used the data from the accelerometer to continuously adjust the goniometer reading and did periodic calibration. Thus, the fusion system showed more accurate angular measurement (RMSE: mean, µ = 1. A study on data fusion from wearable IMUs and surface EMG sensors to monitor and assess human motor function, was presented in [128] . To estimate a motor function abnormality, a group of machine learning algorithms was used on the fusion data. To validate the algorithms' effectiveness, two parameters: normal data variation rate (NDVR) and the determination coefficient (DC) were derived. A lower NDVR value represents better validity and a larger DC value represents a higher consistency and reliability of the system. Through experiments, these authors proved that the fusion result was superior to the sensors' separate data: a reduced NDVR and a better DC from a regression analysis performed between the derived indicator and the routine clinical assessment score were obtained.
From the discussions above, the main purpose of fusing data from multiple sensors in a joint monitoring system is to overcome physical limitations of the sensing system and improve measurement accuracy as well as reliability. This is done by minimizing the error rate and enhancing the signal to noise ratio (SNR) while maintaining practical usability. In addition, sensor fusion offers several other advantages such as improved resolution, increased confidence in results, robustness against interference, and reduced ambiguity and uncertainty. Although it is in the early stages of development, current research results suggest that fusion systems are superior to other means of measuring and monitoring joint movement using one or a few sensors.
Other Sensors and Techniques
Some researchers have proposed acoustic emission (AE) sensor-based joint monitoring systems where they used piezoelectric-films or MEMS-based microphones to record the sound produced by a moving joint [55] [56] [57] [58] [59] . This acoustic emission from joints also known as vibroarthographic signals (VAG) are considered as clinically relevant biomarkers for joint health [58] . The researchers utilized the recorded signal to quantify the consistency of acoustic emissions from joints with respect to joint angle and position [57] . The emitted acoustic signal from an over-exercised joint during motion produces higher amplitude and shows a different pattern in the frequency domain compared to the healthy joints [55] . However, one of the major challenges is the background and interface noise that need to be removed to improve the signal to noise ratio (SNR) of the emitted signal [58] .
A few research groups [49] [50] [51] [52] [53] have used different inbuilt smartphone sensors and cameras to measure joint angle and motion. Several applications (apps) were used to access and analyze the sensor data. These apps are mostly based on inbuilt smartphone sensors such as accelerometer [49, 51] , gyroscope [51, 52] , magnetometer [53] or camera [50] . In all cases, the results from the apps have shown adequate validity when compared against universal goniometer or inclinometer. In addition, a comparison study between two smartphone-based apps (inclinometer and camera) was published in [50] . In this study, the camera-based app provided higher precision and accurate measurement (a mean difference of <1 • and 1/50 difference >3 • ) compared to the inclinometer-based app (a mean difference of <7 • and 16/50 difference >10 • ). These researches suggest that the newly developed smartphone-based apps show potential as a useful tool for joint health monitoring [54] .
Along with angle and motion, there are some other physiological parameters related to joints which can provide important information about joint health status. For example, changes in local skin temperature around the joint can be an indication of pathology. Local temperature change occurs due to the changes of blood flow in that region. Generally, the skin temperature of an inflamed joint is higher (1.1-2.8 • C) than a normal joint [130] . Including a temperature sensor with a joint monitoring device can be an effective add-on to the system. Measuring muscle pressure/force around a joint during several activities using flexible pressure sensors can also provide a correlation to the corresponding musculoskeletal health. Muscle pressure changes around a joint with every movement (flexion, extension, etc.) and the values are different for different activities. Muscle pressure plays a crucial role in determining the force balance, contact force and pressure distribution of the joint [131] . Any imbalance in muscle forces can result in joint pain and stresses. Flexible pressure sensors can be easily integrated with a joint monitoring system to measure the muscle forces around the joints. To estimate the muscle forces, electromyography (EMG) sensors can be used [132, 133] .
For joint monitoring, another important parameter is the sweat rate of the joint skin. It can provide necessary estimation about the thermal status and other physiological conditions of joints. Stress and perspiration in the joint are related to the local blood flow and the activities of sweat gland which can be interpreted by measuring the sweat rate. The galvanic skin response (GSR) sensor is one of the common types of sweat rate sensors. This sensor is used to measure skin conductance which varies with the change of skin moisture caused by sweating. A GSR sensor system has two components: the conductive electrodes to make contact with the skin and the electronic board to measure the skin conductance between two electrodes [134] . Another sweat rate sensor design concept proposed in [135] had two parts: the humidity chamber and the humidity sensors. Sweat-induced skin humidity is collected in the chamber and the humidity sensors are used to measure the humidity. Therefore, implementation of a monitoring device combined with these other relevant sensors would represent the first of its kind for joint monitoring, early diagnoses of joint related problems and quantitative information for joint health improvement.
Data Processing, Interpretation and Analysis
The purpose of a health monitoring system is well-served when the sensor data is securely stored and analyzed to retrieve necessary information for detection, prediction and diagnostic decision making [136, 137] . For this reason, data processing techniques are a vital phase of health monitoring research. There are three major steps involved in building a complete joint monitoring system: (1) data acquisition from the sensors and data preprocessing; (2) feature extraction and selection; (3) modelling data by learning the extracted features (including expert knowledge and metadata) to perform the tasks such as detection, prediction and decision making [136] . A generic flow diagram of a joint monitoring system (adapted from [119] ) is given in Figure 14 . data acquisition from the sensors and data preprocessing; (2) feature extraction and selection; (3) modelling data by learning the extracted features (including expert knowledge and metadata) to perform the tasks such as detection, prediction and decision making [136] . A generic flow diagram of a joint monitoring system (adapted from [119] ) is given in Figure 14 . Usually, the raw sensor data from a joint monitoring system is preprocessed to mitigate noise, motion artifacts and sensor errors. To remove motion artifacts and high-frequency noise, the data is passed through various types of filters [138, 139] . Power spectral density (PSD) analysis and fast Fourier transforms (FFT) are the most common frequency domain analysis methods to detect the periodic fluctuations in sensor signals. Different filtering tools are then used to remove the noise. If it is a multi-sensor-based system, then the data gathered from different sensors need to be normalized and synchronized. Therefore, preprocessing also includes data formatting, data normalization and data synchronization, which are needed to handle the complex and large amounts of data from the sensors [140] .
Feature extraction is the process of discovering the main features of a data set which represents the characteristics of the original data [141] . The extracted features are used to formulate the relationship between the key parameters discovered from the raw data and reference knowledge to prepare the model for prediction and decision making [142] . Features are extracted from analyzing signals in two different aspects: time domain and frequency domain [143] . In time domain extraction, basic waveform characters and statistical parameters related to the visible attributes in the data are the most common features such as maximum, minimum and mean value, median, standard deviation, slope, rise time and fall time, zero crossings count, peak value and duration of the sensor data [144, 145] . In joint monitoring, these time domain features related to joint parameters are important because the conventional decision-making frameworks are based on the observable trends in the signal [146] . On the other hand, to get extra information about the periodic behavior of the Usually, the raw sensor data from a joint monitoring system is preprocessed to mitigate noise, motion artifacts and sensor errors. To remove motion artifacts and high-frequency noise, the data is passed through various types of filters [138, 139] . Power spectral density (PSD) analysis and fast Fourier transforms (FFT) are the most common frequency domain analysis methods to detect the periodic fluctuations in sensor signals. Different filtering tools are then used to remove the noise. If it is a multi-sensor-based system, then the data gathered from different sensors need to be normalized and synchronized. Therefore, preprocessing also includes data formatting, data normalization and data synchronization, which are needed to handle the complex and large amounts of data from the sensors [140] .
Feature extraction is the process of discovering the main features of a data set which represents the characteristics of the original data [141] . The extracted features are used to formulate the relationship between the key parameters discovered from the raw data and reference knowledge to prepare the model for prediction and decision making [142] . Features are extracted from analyzing signals in two different aspects: time domain and frequency domain [143] . In time domain extraction, basic waveform characters and statistical parameters related to the visible attributes in the data are the most common features such as maximum, minimum and mean value, median, standard deviation, slope, rise time and fall time, zero crossings count, peak value and duration of the sensor data [144, 145] . In joint monitoring, these time domain features related to joint parameters are important because the conventional decision-making frameworks are based on the observable trends in the signal [146] . On the other hand, to get extra information about the periodic behavior of the sensor signal, more features such as power spectral density, mean frequency, peak frequency, spectral energy and wavelet coefficients of the signal are acquired from frequency domain analysis [140, 147] . After extracting the features from the raw data, feature selection techniques are applied to select more discriminative features and reduce the dimensions of input data.
Feature selection methods can be classified into three types [141] : (1) wrappers, which use classifiers to score a given subset of features; (2) embedded methods, which inject the feature selection process into the learning of the classifier; and (3) filter methods, which analyze intrinsic properties of data, ignoring the classifier to rank the features and create feature subsets. Every feature selection technique can be also categorized as supervised or unsupervised learning [148] . In supervised learning, class labels are given beforehand, and the algorithms maximize some functions to select the relevant features which are highly correlated with the class. On the other hand, class labels are not specified in unsupervised learning. Therefore, it becomes more difficult when relevant features are needed to be found simultaneously.
Some commonly used feature selection methods are, the Fisher method [149] , infinite latent feature selection (ILFS) [150] , feature selection via eigenvector centrality (EC-FS) [151] , dependence guided unsupervised feature selection (DGUFS) [152] , feature selection with adaptive structure learning (FSASL) [153] , unsupervised feature selection with ordinal locality (UFSOL) [154] , least absolute shrinkage and selection operator (LASSO) [155] and feature selection via concave minimization (FSV) [156] . There are some other well-known feature selection methods such as principal component analysis (PCA), independent component analysis (ICA) and linear discriminant analysis (LDA) [157] which are used in health monitoring to reduce the dimensions of large physiological data sets. By using those feature selection tools, the subset of the most significant features is separated for modeling and learning methods. A category of different feature selection methods, their advantages and limitations are given below in Table 5 [158] .
After completing preprocessing, feature extraction and selection steps, it is necessary to apply the proper analysis method to make sense of the data and retrieve meaningful information. Examples of such meaningful information include anomaly, outliers and alarms detection which are used for further prediction, diagnostic decision making and feedback applications [138] . There are several developed machine learning algorithms which are used to analyze the physiological data from different sensors based on their usability and efficiency. These methods can be classified into two types [159] :
(1) Supervised learning in which a predictive model based on both input and output data is developed; and (2) Unsupervised learning which discovers an internal representation from input data only.
The algorithms related to classification (output is a choice between classes) and regression (output is a real number) are categorized as supervised learning. Popular examples of classification methods include support vector machines, discriminant analysis, naive bayes, nearest neighbor, rule-based methods and association rule mining. besides, linear regression generalized linear model, support vector regression (SVR), gaussian process regression (GPR), logistic regression models, ensemble methods, decision trees, artificial neural networks are examples of regression techniques. On the other side, all of the clustering algorithms (no output-find natural groups and patterns from input data only) are used as unsupervised learning. Some of the most common clustering algorithms are k-Means, k-Medoids, fuzzy c-Means, hidden Markov models, Gaussian mixture models, hierarchical clustering, etc. [136, 160] . A comparison among the most common algorithms is summarized below in Table 6 . 
Conclusions and Future Challenges
The aim of this study was to present a state-of-the-art survey on different monitoring methods of human body joints which includes the key joint parameters, sensor technologies and the developed systems and their performance analyses. A comfortable, wearable and easy-to-use sensor-based joint monitoring device is a promising solution to the mobility and other musculoskeletal issues. In this paper, we provided some background on existing systems and the current trend of sensing technologies for joint monitoring. We then reviewed the key parameters and different sensors technologies published or commercially available for joint and activity monitoring which included optical fiber sensors, optical-based goniometer, imaging and video-based tracking system, textile-based sensors, gyroscope, magnetometer and inertial motion sensors. We discussed and analyzed their working principles, measuring techniques, validation process and performance compared to others. We also explored some sensor fusion methods which were introduced to make the system more precise and accurate. We also reviewed the existing post-processing techniques of sensor data which has a significant role to make a convenient joint monitoring system.
After evaluating all these technologies and methods, it seems that the development of a viable joint monitoring system can turn joint-related study (clinical and non-clinical) in a new direction. Wearable light-weight devices with miniature sensors and wireless connectivity appear to have the greatest potential in terms of ease of use, cost and the measurement of accurate and clinically relevant information. Researchers are now also focusing on noise reduction of the sensors, error minimization, and the handling of a large amount of data to build a secured and reliable device. Furthermore, the evolution of data science technologies has opened the door of possibility to develop and integrate an efficient prediction and feedback model with the system for more effectively taking care of the human joint health. Despite the enormous technological advances in the past few decades, their application in the real world is hindered by challenges that are present in those systems. That is why further research work and development are required to overcome those challenges by focusing on some key factors that include the following.
• Most of the joint monitoring researches are focused on developing the sensing system using different technologies and sensing combinations. There is much less research emphasizing the data post-processing techniques and building predictive models. More work is needed to define an efficient prediction and feedback model depending on the properties of the data set and the experimental settings.
•
The majority of the published studies employed different methods to assess validity and reliability which makes it difficult to compare the monitoring devices. In addition, clinical acceptance is questionable due to the lack of enough involvement of medical professionals during the design and evaluation process. Therefore, standard validation criteria and protocols (including clinical protocols) should be developed by the major regulatory bodies and clinical researchers to evaluate the accuracy and reliability of a monitoring device. These standards would provide guidelines to be used in the development and use of high-quality devices by both researchers and consumers.
• One of the main challenges is to extract and select features in real-time systems since the modeling techniques can handle the raw extracted features. This causes unnecessary redundancies which reduce the accuracy and efficiency of the system. This can be resolved by integrating cloud server communication with the system for real-time data mining. Therefore, the cloud server can handle all sets of data by using proper algorithms.
The accuracy of joint health assessment using a monitoring device is heavily affected by the amount and variety of training data. It is preferable if the training data set contains data from as many subjects as possible. However, it is challenging to coordinate human subjects of different ages and musculoskeletal conditions to collect a large amount of joint monitoring data sets. This is a major barrier to evaluate the effectiveness of the monitoring devices, especially in expensive clinical trials settings.
• Although the sensor fusion technique is an advanced approach, very few research studies are conducted in the field of joint monitoring. The major challenges of using multiple sensors in one system are data acquisition and processing, simultaneous wireless communication and synchronization. To solve the communication problem, we need to install a wireless communication module which supports multiple connections for different sensors. We also need to calibrate all the sensors efficiently and use data standardization method to overcome the difficulties related to data processing and management. Moreover, the selection of proper sensor combination in a multi-sensor system is crucial to enhance the performance of a joint monitoring system.
The hardware and computational resources for a monitoring system can be a crucial factor for long term communication and data acquisition. Therefore, high configuration hardware support is needed with an efficient algorithm which can deal with large data set resourcefully. On the contrary, more resource will consume more power which is one of the most critical factors to be considered while building a system. To develop a balanced system, the power requirement of the system should be minimized by selecting power-efficient components and more efficient power supply. Energy harvesting can also be an option to solve this problem.
As the system requires processing and transmitting health information of users, information security is a key aspect to consider. It includes data privacy, security as well as ethical requirements recommenced by responsible regulation bodies. The scope of security and ethical requirements need to be clearly defined and specified. Besides, more efficient and secured algorithms are needed in order to ensure highly secured communication channels in existing low power, short range wireless platforms.
• Also, to obtain widespread acceptance among users, the systems need to be simple, wearable, easy-to-use, cost-effective, non-invasive, unobtrusive and inter-operable among various operating platforms. Therefore, more research and development efforts are needed to enhance the systems' acceptance from both medical, user and business perspectives.
Overall, a smart wearable joint monitoring and assistive device is expected to help the people at high levels of musculoskeletal health risk by tracking and assessing the joint function in a comfortable and non-intrusive manner. By integrating efficient prediction and feedback models, the system can be exploited for applications such as fall detection and prevention, athletes' performance evaluation and rehabilitation progress. In rehabilitation from a joint injury, biofeedback is especially important since errors or mistakes in joint exercises can be corrected immediately, thus promoting faster and better recovery. Furthermore, the internet of things (IoT) is already unlocking the benefits of the advanced computing and communication technologies in the healthcare industry by connecting a variety of wearable healthcare systems. Hence, the development of a smart joint monitoring system coupled with IoT can facilitate remote long-term health monitoring and provide important joint-related information to medical professionals. This may result in early and accurate diagnosis of joint and joint-related problems and more efficient and effective medical intervention when needed. 
